STATE LABORATORY INSTITUTE 

EQUIPMENT OPERATING TEMPERATURE RECORD 

Instrument_Operating Range 

Room# Year 2007 


Record temperature daily. If temperature is out of range, list corrective action on reverse 
side of this form. 
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